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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
235492 HW08a g(1784) P-37611 | 2CA 02/10/2012 | hd_9v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1962] Gas H2
Background: 4.14 mV,1.72 mV Magnet [Steps] 980
Pressure Adjustment: Left: 9000.9 Right: 8994.5 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.370689
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
QNN
Pre 8988.234 | 2264.110
1 8981.979 | 2425.100 | 8975.160 |2260.383 0.2487027 | 0.000247 78.596 -206.132 | -206.132
2 8973.350 | 2422.656 | 8963.406 | 2257.237 0.2487104 | 0.000247 78.653 -206.090 | -206.090
3 8964.555 | 2420.442 | 8949.262 | 2253.274 0.2487492 | 0.000247| 78.831 -205.959 | -205.959
4 8955.350 | 2417.759 | 8937.536 | 2250.393 0.2487489 | 0.000247 78.772 -206.002 | -206.002
5 8946.497 | 2415.215 | 8925.115 | 2246.631) 0.2487527 | 0.000247| 78.802 -205.980 | -205.980
6 8937.225 | 2412.655 |8911.969 |2243.635 0.2487683 | 0.000247 78.812 -205.973 | -205.973
Evaluated Data
Mean Std.Dev. ST. Error Atom% Outlier
d 3H2/2H2 [per mil] vs. VSM{ -206.023 0.071 0.029 0
d 2H/1H [per mil] vs. VSMOW, -206.023 0.071 0.029 0.012365 0
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